26                                              MKTAU,U'RGV

absorbing the heat; the insulating vessel,   H, and the delieaU*
thermometer for indicating the rise in temperature of the water,

Kig. 5,   Parr Calorimeter,

The short cylinder, E, surrounding1 the cartridge, is open at both
ends, and has a centrally attached pivot for supporting the car-'
tridge and giving it a-bearing for rotation. The cartridge in re*